[Detection and Rectification of Radiation Emission from Medical Laser Equipment].
By introducing the unqualified cases of radiation emission test of medical laser equipment, this paper analyses the causes of the problems and the corrective measures adopted, and analyses the effectiveness of the corrective measures. It is proposed that the design rules and rules related to radiation emission should be mastered from the input stage of product design and development, and the radiation emission problem should be considered and solved as soon as possible.